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We report multi-species spectroscopy of hydrocarbons with a continuous wave external-cavity
quantum cascade laser (EC-QCL) based spectrometer providing tunability from 6-11 µm to measure
direct absorption spectra of the first 7 alkanes and their mixtures. The gas spectra where acquired
in the range from 1440-1480 cm-1 at reduced pressure of 50 mbar and at a temperature of 323 K.
By linearization of the measured wavelengths with a custom-made highly temperature stable air
spaced etalon high spectral accuracy of ±0.001 cm-1 is achieved for the whole spectral range. The
simultaneous high resolution of 0.001 cm-1 yields spectra of unprecedented richness of detail for
the heavier alkanes (C3 − C5) and allows the discrimination of narrow spectral features for the
lighter ones (C1−C2). Thereby, the measured spectra reveal the influences of collisional broadening
effects among the measured species. Quantitative spectroscopic multi-species gas sensing relies
on the comprehension of the extent of spectral broadening. Studying the spectral broadening in
combination with highly accurate reference spectra is mandatory for highly sensitive and specific
multi-species gas analyzers. The quantitative results that can be obtained with our approach are
presented for an exemplary calibrated mixture of all 7 components and reveals an absolute accuracy
below 0.5 vol% for the determination of the mole fraction of each gas.
Introduction
Quantitative spectroscopy of individual hydrocarbons
as well as of their mixtures is of great interest for a
multitude of applications. These include the detection
of atmospheric composition change [1, 2], pipeline gas
leak detection [3], exhaled breath analysis [4, 5] and es-
pecially the quantification of alkane mixtures in process
streams [6–8] of the petrochemical industry. In the latter
example gas chromatographs are the most widely em-
ployed technology for process analysis by decomposing
the gas stream while measuring the concentration of each
constituent [9]. But in contrast to spectroscopic systems
GCs are dependent on sophisticated and cost-intensive
calibration systems making research on other approaches
for multi-species gas analysis worthwhile.
The spectroscopic quantification of gas mixtures fre-
quently requires the coverage of a broad spectral range
to include the respective absorption lines of the different
species and at, ideally, a high spectral resolution to al-
low for discrimination of partially overlapping absorption
lines. In the past different approaches were used for the
spectroscopic quantification of hydrocarbons. This in-
cludes Vis-NIR-spectroscopy [10], Fourier transform in-
frared spectroscopy (FTIR)[6] and the application of tun-
able filtometers [11] in the mid-infrared. The strongest
fundamental absorption bands in the infrared for the
alkanes are found at 3.3 µm wavelength attributed to
CH stretching vibrations and around 6.8 µm wavelength
due to bending vibrational modes of the CH bonds [12].
For laser based multi-species gas sensing a setup with
a pulsed vertical external cavity surface emitting laser
(VECSEL) in the 3 µm range was demonstrated to de-
tect mixtures of the first 4 alkanes down to the ppm level
with a resolution of 1.3 cm-1 [13]. The development of In-
terband Cascade Laser (ICLs) [14] based multimode ab-
sorption spectroscopy (MUMAS) [15, 16] revealed an ele-
gant method for the simultaneous detection of methane,
acetylene and formaldehyde in a gas mixture with rel-
ative detection uncertainties of 10 %. The method as-
sumes stable laser operation and is limited when to many
absorption features overlap. Trace gas level detection of
formaldehyde in a mixture with methanol and formic acid
in air has been realized with a single distributed feedback
ICL [17] and showed good agreement with the Pacific
Northwest National Laboratory (PNNL) database [18].
Quantum Cascade Lasers (QCLs) [19] were already
multiply demonstrated for gas detection in the MIR fin-
gerprint region as they can be tailored to emit at any
wavelength from 3 µm right up the THz region [20], with
the exception of the Reststrahlenband of the respective
semiconductor [21]. Especially, external-cavity quantum
cascade lasers (EC-QCLs) take advantage of the full gain
spectrum of QCLs to enable a widely tunable spectrally
single mode laser due to the application of a wavelength
selective grating. Different systems with EC-QCL based
setups were published that accomplished sensitive and
high resolution measurements of single absorption lines
allowing trace gas detection in the ppb range and the
discrimination of isotopes. For the measurements either
long path absorption cells [22] or cavity enhanced tech-
niques [23–25] were applied.
EC-QCLs also have the advantage that with elaborate
optomechanics fast sweeps over the entire gain profile in
2a sub-second timescale are feasible. This allows for real-
time trace gas sensing of several components with broad
absorption features as demonstrated by Phillips et al. for
four different fluorocarbons [26]. But as the external cav-
ity (EC) length is fixed for fast sweep operation the spec-
tral resolution is dependent on the EC modes and thus
more appropriate for molecules with broad absorption
features. Thus, direct comparisons of performance values
as achievable accuracy and integration time is limited.
While these setups were optimized for highly sensitive
trace gas detection [27], high spectral resolution can be
realized by techniques based on referencing of QCLs with
NIR frequency combs. These measurements allowed ab-
solute spectroscopy of multiple lines of CO2 [28, 29] and
N2O [30] for studying line profile models and the highly
accurate determination of line center positions. For this
technology the employed setups are very complex since
they require the QCL emission for absorption measure-
ments of the gas species and the NIR frequency comb
source for spectral referencing.
The sensing of multi-species gas mixtures requires to
comply with several of these parameters ranging from a
broad wavelength coverage to a high wavelength resolu-
tion and a high sensitivity. The measurements that are
presented in the following sections accomplish: 1) a broad
spectral coverage of the bending vibrational modes of the
targeted alkanes (C1−C5) around 6.8 µm for simultane-
ous detection of characteristic absorption features of the
multiple components, 2) to reach a measurement sensi-
tivity high enough to allow for measuring over a wide
dynamic range from permille to 100 % concentration of
each gas, 3) to ensure a high spectral resolution and accu-
racy required to discriminate the overlapping absorption
lines.
We present transmission spectra of pure alkanes as of
their mixtures measured with an EC-QCL based setup
tunable from 6-11 µm. The spectral accuracy is in-
creased with a custom-made highly temperature stable
etalon yielding spectra with an accuracy of ± 0.001 cm-1.
We carried out measurements of collisional broadening
among the measured hydrocarbons in binary mixtures.
Collisional broadening among hydrocarbons has not been
studied in detail in the literature yet but is essential for
an accurate quantitative sensing of high concentration
multi-component mixtures. We delineate the influence
of collisional broadening on the spectral lines of methane
and deduce a method for quantitative sensing that works
despite the mutual broadening.
Experimental details and signal processing
A detailed description of the experimental setup and
the measurement procedure has been published previ-
ously [8]. Briefly summarizing, a EC-QCL system (Day-
light Solutions, MIRcat-1400) tunable from 6-11 µm
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Figure 1. Schematic of the measurement system (for details
cf. [8]). Component abbreviations: external cavity quan-
tum cascade laser (EC-QCL), beam splitter (BS), mechanical
chopper wheel (CW ) and off-axis parabolic mirror (OAP)
was employed while a high resolution Wavelength Me-
ter (HighFinesse, WS6-200 IR-3) with 4 MHz resolution
and 200 MHz absolute accuracy served for referencing
and sorting the emission by wavelength of the only quasi-
continuously tunable, thus mode-hopping, laser. A reg-
ular one point calibration of the wavelength meter with
a reference laser system (HighFinesse, SLR-1532) locked
to an acetylene absorption line with a nominal output of
1.523 µm ± 0.07 pm provides stable measurement con-
ditions. The laser beam was split to allow coupling to
the wavelength meter and to three MCT detectors (Vigo
System, PVM-2TE-8). One detector acquires the trans-
mission signal through a temperature controlled single
path gas cell, the second serves as reference and the third
one records the transmission signal of an etalon for rel-
ative wavelength referencing and data rejection. Due to
the fixed cavity lengths in the laser system a method of
stepwise temperature tuning was implemented (for de-
tails cf. Ref. [8]) This procedure could realize gap-less
coverage with a resolution of 0.001 cm-1 but implies long
measurement times.
For the results presented in this paper a few changes
of the setup have been realized: the formerly 1 cm short
path gas cell was replaced by a 10 cm path tempera-
ture controlled gas cell (cf. Fig. 1). Spectral measure-
ments are performed at constant gas flow while the gases
can be heated up to 200 ◦C. The high resolution pres-
sure controller behind the gas cell was complemented
by a high precision manometer with a pressure range of
0 to 1000 mbar, ± 0.5 mbar accuracy and ± 0.25 mbar
longtime stability of the measured pressure point.
For referencing of the wavelength emitted by the EC-
QCL the wavelength meter guarantees a spectral accu-
racy of at least 200 MHz over a broad range of 2-11 µm.
In order to further improve the spectral measurement
accuracy we replaced the germanium(Ge)-etalon in the
3setup from Ref. [8] by a custom-made air spaced etalon
with wedged Ge windows. The one inch diameter win-
dows are separated by a 10 cm hollow core Zerodur cylin-
der yielding a free spectral range (FSR) of 0.05 cm-1
or 1.5 GHz. Due to the extremely low thermal expan-
sion coefficient α of the Zerodur of 0± 0.05 ppm/K for a
temperature range from 0◦ to 50◦ C we obtain a quasi-
stable wavelength reference. An analysis of the airy-peak
spacing of the etalon transmission that is assigned to the
wavelength axis of the wavemeter acquisition reveals de-
viations from a constant FSR. For the correction of the
distorted wavelength axis we calculate the analytic signal
of the recorded transmission with the Hilbert transform
and subsequently apply a multiplication with a synthetic
complex Airy function with constant FSR.
The analytic signal is a complex-valued function with
no negative frequency components. Therefore, in the
spectrum of a Fourier transform the negative frequen-
cies can be discarded with no loss of information. We
calculate the Fourier transform of the product of the an-
alytic signal of our measured etalon transmission with the
synthetic complex etalon transmission. In the FFT spec-
trum we discard the components at and close to the main
frequency that correspond to the modulation frequency
of the etalon. After this frequency filter an inverse FFT
is calculated from which the phase difference between the
analytic signal and the synthetic etalon transmission can
be extracted. This procedure is analogous to a complex
demodulation of the etalon transmission signal [31].
The conversion of the phase information to the
wavenumber scale of the measured spectra and subse-
quent correction increases the spectral precision of the
measurements to ±0.001 cm-1 or ± 30 MHz. Figure 2 il-
lustrates the correction for a small sample set of an etalon
transmission measurement. The phase shift that is ap-
plied to the measured uncorrected transmission is shown
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Figure 2. Exemplary phase correction of etalon transmission
with uncorrected and corrected signal (upper graph) and the
phase shift applied to the uncorrected signal (lower graph).
in the lower graph and the uncorrected and corrected
transmission signal are shown on the upper one.
Finally, an offset depending on the wavelength meter
accuracy remains. The acquisition of methane spectra at
the measured wavelength range allows to determine the
offset between the corrected methane transmission spec-
trum and a simulated transmission spectrum by refer-
encing to tabulated high accuracy line positions from the
HITRAN database [32]. It was examined that this offset
is stable in the 30 MHz range for at least one hour and
only shows slight drifts with room temperature which is
monitored. Thereby, we can correct the remaining offset
also for non methane spectra.
This procedure enables us to obtain spectra of an ab-
solute accuracy of ± 0.001 cm-1, which is much higher
then reported before in Ref. [8].
Results
In this section we emphasize the accuracy of our mea-
surements by comparing the repeated transmission mea-
surement of a methane multiplet with a simulated HI-
TRAN [32] spectrum. For the targeted spectral region
the database states an accuracy of the line positions of
0.14 − 0.55 × 10−3cm-1 and relative line intensity vari-
ations in the range from 3 % to 5 % for theoretical
modeling of measurement data of methane [33]. Devi-
ations may arise due to limited data for line broadening,
line mixing, speed dependence and collisional narrowing
which would require not-yet available ”non-Voigt” line
shape parameters.
The calculation of the Allan-Werle deviation [34] re-
veals the stability of the measurements. Afterwards, we
present exemplary transmission measurements of pure
methane, propane, butane and iso-butane as of their bi-
nary mixtures. These binary spectra exemplify the ex-
tent of spectral broadening for these gases. Finally, we
demonstrate the capability of quantitative measurements
for an exemplary mixture of all 7 alkanes. All measure-
ments were acquired at 50± 0.25 mbar gas pressure and
323± 0.3 K gas temperature.
Spectral accuracy and Allan deviation
As described before the wavelength meter measure-
ments were linearized by demodulation of the etalon
transmission. This correction yields an uncertainty of
the measured wavenumber of ± 0.001 cm-1 that was con-
firmed by the precision of successively acquired spectra
for all measured wavelength ranges.
In the following we demonstrate the high accuracy by
comparison of the measured transmission of a methane
multiplet with a simulated transmission in Figure 3 . The
simulated curve was calculated with a Voigt profile tak-
4ing the line positions, strengths and self-broadening pa-
rameters tabulated in the HITRAN database [32]. We
averaged the acquired spectra of 40 successive measure-
ments over an acquisition time of two hours. The residual
in Figure 3 shows an obvious deviation in the range of
1-2 % transmission at the two mean peaks of the over-
lapping multiplet lines while the baseline and the small
side-peak at 1440.967 cm-1 show minor residual values.
The residual is in the range of the previously outlined un-
certainties of the methane line intensities in the HITRAN
database. Concurrently, the low residual beside the main
peaks and the coinciding peak position of measured and
simulated transmission confirm the high accuracy and re-
peatability of the measurements.
In order to determine the limits of averaging we calcu-
lated the Allan-Werle deviation for a longtime series of
consecutive methane transmission measurements. The
first spectrum was taken as reference. We assumed that
the reference spectrum Sref equals to a consecutive spec-
trum Sn but for an exponential parameter a that corre-
sponds to deviations in the spectral form and an expo-
nential parameter b that corresponds to an offset of the
baseline of the spectrum as given in equation 1.
Sn(ν) = In(ν)e
−An(ν) = (Sref (ν))aeb (1)
Sn corresponds to the Lambert-Beer law with the inci-
dent intensity In and an absorbance of the transmitted
gas An. This equation can be linearized by applying a
natural logarithm on both sides of the equation:
ln(Sn(ν)) = a · ln(Sref (ν)) + b (2)
In this way a and b become linear parameters in the
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Figure 3. Comparison of the average of 40 successively ac-
quired methane spectra and the HITRAN simulated trans-
mission for this multiplet of the ν2 band (upper graph). The
notation for the ro-vibrational transitions is stated according
to the HITRAN database [32]. The residual is in the range of
the database uncertainties for methane (lower graph).
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Figure 4. Allan-Werle deviation plots of the parameters a
and b (cf. Eq. 2) of methane transmission measurements. Pa-
rameter b corresponds to a noise-equivalent transmission of
the spectral baseline. The minimum bmin of 1.94 × 10−4
is reached after 5400 s measurement time while an average
plateau of 2.5 × 10−4 from 3000 to 7000 s indicates the
reasonable measurement time for averaging. The subsequent
drift is most likely due to temperature changes in the setup
environment.
equation system for all measured spectra Sn that can
be solved. Parameter b equals to a baseline drift of the
consecutively measured spectra. The temporal evolution
of the Allan-Werle deviations of a and b are depicted in
Figure 4 and compared to the theoretical trend of purely
white noise averaging. The deviation of the baseline drift
parameter b yields a minimum noise-equivalent transmis-
sion of 1.94×10−4 after 5400 s total acquisition time. The
deviation is given by:
σy(τ) =
√
σ2y(τ) =
√√√√ 1
2m
m∑
n=1
(y¯n+1 − y¯n)2 (3)
where τ is the averaging time and y¯n the average of the
nth subensemble of the respective peak normalized spec-
tral parameters y = {a, b} of the spectra measured dur-
ing the time interval [nτ, (n+ 1)τ ] and m the number of
subensembles at averaging time τ . The Allan-Werle plot
for parameter a shows a longer continuing white noise
behavior. Parameter a displays the spectral shape de-
viation over consecutive spectra which mainly originates
from the wavenumber uncertainty of ±0.001 cm-1. The
constantly decreasing deviation over long averaging times
illustrates the benefit of the wavelength correction and
confirms the repeatability of the measurements.
This confirms that despite the long acquisition time av-
eraging of the spectra is reasonable as our setup provides
stable measurement conditions in the scale of one to two
hours. Hence, all spectra that we present in the follow-
ing subsection were averaged for ten successive measure-
ments which corresponds to approx. one hour acquisition
time.
5Spectral broadening
Spectral databases (e.g. HITRAN [32], PNNL [18],
GEISA [35], HITEMP [36]) include a large amount of
line parameters and measured cross-section for a multi-
tude of species over broad spectral ranges. These spectral
compilations are continuously extended and improved,
with respect to data coverage as well as to data accu-
racy. But as the comparison of the measured methane
spectra with the simulated HITRAN profile emphasizes
(cf. Fig. 3), beside that accurate line profiles are ongo-
ing subject of current research, spectral parameters and
cross-sections also may have limited accuracy. For ex-
ample recent investigation of the ethane spectrum in the
7 µm region [37] stated uncertainties of the computed line
intensities in the range of 10 % - 20 %. Despite that the
line positions for methane have been determined to a very
high accuracy, line strength, line shift and broadening
parameters especially in gas mixtures are only partially
studied, yet. For heavier hydrocarbons (C3 − C5) the
PNNL database includes cross-section data acquired at
1 atm. Consequently, the tabulated spectra are pressure
broadened while specific line positions and parameters
are unknown.
In this research we particularly target two deficiencies
of the available databases: 1) the collisional broadening
of the targeted hydrocarbons among each other, 2) the
unknown transmission profile of the heavier hydrocar-
bons (C3−C5) at low pressures due to limited knowledge
in their line parameters and absorption cross-sections.
In order to investigate the mutual broadening of the
absorption lines it is essential to start with binary gas
mixtures. Line positions, strength and broadening pa-
rameters are tabulated in HITRAN for methane and
ethane which allows fitting of their line profiles to the
measured spectra. In former studies methane lines of the
2ν3 band around 1.64 µm and their broadening and shift
coefficients in air and noble-gases were comprehensively
analyzed [38–40]. Ze´ninari et al. [38] compared the mea-
sured broadening and shift coefficients of the methane
lines regarding the overall pressure, atomic mass and
polarizability of the perturbing species. In general line
broadening and shift linearly decrease with the partial
gas pressure of the perturber species while perturbing
molecules with higher atomic mass or higher polarizabil-
ity lead to stronger broadening and larger shifts of the
methane lines. But broadening of hydrocarbons among
each other was not specifically analyzed in former re-
search.
In our studies we performed a simplified analysis of the
broadening of several methane lines around 1449 cm-1
depicted in Fig. 6. Therefore, we assumed an equiva-
lent broadening for all considered lines, thus having the
same linear slope of line broadening with increasing per-
turber concentration for all lines. Thus, by extrapolation
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Figure 5. Methane line broadening parameter γ for self-
broadening and different perturber gases. The broadening
species is indicated by its chemical formula and the gases
are sorted according to their molecular mass u. The studied
methane lines around 1449 cm-1 are part of the ν2 band of the
methane dyad (cf. Fig. 6). For simplification we depict the
mean values of the half widths of the considered lines as circles
with their uncertainties. Previous results for the half width
for self-broadening and broadening in air by Smith et al. [41]
for three of the investigated lines are depicted as crosses. The
inset shows a magnification comparing the previous results
for the half widths with our measurements.
the theoretical broadening coefficient for 100 % perturber
gas concentration was calculated.
We could confirm the findings of Ref. [38] as the
methane lines measured here also increasingly broaden
for collisional partners with growing carbon atom number
(see Fig.5). The transmission was measured for methane
in binary mixtures with nitrogen and the stated hydro-
carbons at different mixing ratios. The self-broadened
line widths from the measured pure methane transmis-
sion spectrum was fitted to obtain the self-broadening
coefficient for the individual lines. We compared the
mean of the determined line widths for the nitrogen-
broadening and self-broadening of methane with results
from Smith et al. [41] (cf. Fig. 5) who did a compre-
hensive study of air- and self-broadening of the ν2 band
of methane at temperatures from 225 K to 296 K and
various reduced pressures. In their study they assume
1 % uncertainty for their half width coefficients. For
the nitrogen broadening we determined a mean half-
width of 0.0606 cm-1atm-1 and for the self-broadening
0.0726 cm-1atm-1 which yields a deviation of smaller than
4 % compared to the air-broadened and smaller than 8 %
for the self-broadened individual line widths that were as-
certained by Smith et al.
Due to the elevated temperature of 323 K in our mea-
surement and by applying the temperature dependence
coefficients from Ref. [41] on average a reduced half width
of 9 % in air and of 2 % in methane should be expected.
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Figure 6. Methane line broadening by butane of a 1:1 mix-
ture. Graphs a) and b) pure spectra of methane and butane,
c) measured transmission of a 1:1 methane:butane mixture
and weighted sum from pure spectra, d) residual between
measured transmission and weighted sum of pure spectra re-
vealing the broadening of the methane lines.
Considering that we compare the mean of the determined
values we conclude a reasonable consistency of our re-
sults.
For nitrogen as perturber the line broadening re-
duces with increasing concentration while it increases
from C1 to C5 and saturates for the heavier hydrocar-
bons (C4−C5). Moreover, no spectral shift of the inves-
tigated lines could be measured independent of the per-
turber species. As former studies of different methane
bands suggest spectral shifts decrease with decreasing
band center wavenumber being more pronounced in the
near infrared [42, 43]. For the methane dyad a crude
estimation of air-broadened pressure induced shifts was
given by Brown et al. [43] with -0.002νi/1300 cm
-1atm-1
(νi being the line position). Therefore, even though shifts
by hydrocarbon perturbers have not been studied before
we expect a possible shift to be smaller than the spec-
tral resolution of our setup as our spectra are acquired
at 50 mbar.
However, in Figure 6 we demonstrate the broadening of
the studied methane lines of the ν2 band in a 1:1 mixture
with butane. The graphs 6a and 6b show the measured
transmission of the pure gases while the graph 6c be-
low displays the measured transmission by the black line
and by the red line the weighted sum of the transmis-
sions from the pure gas spectra for the 1:1 mixture. The
weighted sum was calculated according to the Lambert-
Beer law (cf. Eq. 4). With the concentration weighted
sum of the absorbances An of the measured pure refer-
ence spectra a synthetic transmission I1:1 of the mixture
was calculated that neglects the mutual line broadening
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Figure 7. Spectrum of propane and iso-butane of a 1:1 mix-
ture. Graphs a) and b) pure spectra of propane and iso-
butane, c) measured transmission of a 1:1 propane iso-butane
mixture and weighted sum from pure spectra, d) residual be-
tween measured transmission and weighted sum of pure spec-
tra revealing no obvious single line broadening.
in the mixture:
I1:1(ν) = e
−(A1(ν)/2 + A2(ν)/2) (4)
The residual of measured and synthetic spectrum in
graph 6d obviously shows a broadening of the methane
lines. The butane sample has a comparably smooth
constant transmission due to a multitude of overlapping
lines. A broadening effect of these lines cannot be ob-
served from this measurement.
In comparison we present the spectra of a 1:1 propane
iso-butane mixture in Figure 7. A distinct broadening is
not obvious as the scale of the residual reveals deviations
which are one order smaller than that for the methane
butane mixture. Concurrently, individual line broaden-
ing cannot be distinguished as line position and strength
for both gases are unknown while collisional effects ap-
pear to be much weaker. We assume the broadening to
be less distinct since the effect is probably simultane-
ously spread over numerous strongly overlapping absorp-
tion lines. Thus, leading to no clear deviations in the
residual of the spectra.
These results lead to the conclusion that the broaden-
ing of the lighter molecules (C1 − C2), which shows to
be more pronounced and where the respective line posi-
tions are known, has to be considered for all perturbing
partners in our set of gases (C1 − C5). These analysis
are important for improving quantitative discrimination
of light hydrocarbon absorption features in spectra of
complex mixtures. But at the same time our investiga-
tions suggest that the assumption of an average broaden-
ing parameter for the investigated lines of the same ab-
sorption band already lead to reasonable results for the
7methane line-broadening. Although, a collisional broad-
ening should be also expected for the heavier alkanes we
measure much weaker influences on their spectra. Hence,
in a first approach for quantitative measurements we ig-
nore effects for C3 − C5 and determine the concentra-
tions in their mixtures by the respective weight for the
sum of the measured pure spectra. Thus, we will discuss
the quantitative determination of gas mixtures with all
7 alkanes by either ignoring spectral broadening or con-
sidering just the broadening of the methane lines in the
following.
Quantitative measurement results
For a quantitative measurement of a gas mixture with
all 7 alkanes we used a custom-made gravimetrically
manufactured gas mixture from an external supplier.
First the pure spectrum of each component was mea-
sured over a wavenumber range from 1440 − 1480 cm-1.
The gases had a purity of ≥ 99.95 %. Within the con-
sidered wavenumber range three sections were selected
that cover the most characteristic absorption features for
each gas. This selection reduces the covered wavenumber
range for the mixture analysis to approx. 10 cm-1 in total
(cf. Table I).
The first analysis of the gas mixture was done by a
weighted summation of the measured reference spectra
according to the Lambert-Beer law and minimizing the
difference between the measured spectrum Imix(νk) and
weighted sum of the pure reference spectra Ii(νk) with a
least square cost function χ2:
χ2 =
∑
k
[
Imix(νk)− exp
∑
i
cilnIi(νk)
]2
(5)
The weight ci corresponds to the concentration of each
component. A penalty term was added that coerced the
sum of the concentrations to be 100 % which is a valid
first approach for a calibrated mixture with known con-
centrations (
∑
i ci = 100 %).
In Table I the determined mole fractions for this eval-
uation method are given. In the first line the mole frac-
tions of the components in the gravimetrically manu-
factured mixture are stated with their respective uncer-
tainties. In the lines below the results of the evaluation
are given first for the entire measurement range covering
three distinct parts, which sum up to 10 cm-1 in total and
then for the individual sections R1-R3. The comparison
of these results emphasizes the necessity of covering char-
acteristic spectral features of all gases in order to get the
best results.
We achieve a deviation ≤ 0.3 % absolute from the cal-
ibrated value when all three sections are covered. By
just measuring the first section R1 in the range from
1448 − 1450 cm-1 one can obtain good results for the
C1 − C3 alkanes since they have characteristic absorp-
tion lines in this range. On the contrary, the transmission
spectra of C4 − C5 do not have characteristic features in
this range but form a smooth background. As a con-
sequence the least square algorithm fails to determine
the concentration of these components by simply scaling
their pure transmission spectra and yields strong devia-
tions and large errors for the determined mole fractions.
In a similar way one can interpret the results for the sec-
tion R2 covering 1462 − 1468 cm-1. First, three times
more information for the spectra can be evaluated and
second all gases have characteristic features in this range.
Consequently, the determined concentrations are much
closer to the calibrated values but still less exact than
the results when all regions are evaluated. Wavenumbers
1477− 1479 emphasize again that for C5 the spectra are
very similar and thereby difficult to discriminate while
C1 has no strong absorption lines in this range which is
why the relative error is pretty large. Last but not least,
is becomes evident that ethane and propane are deter-
mined with the smallest deviations for all three sections
which is due to there strong spectral feature over the en-
tire wavenumber range from 1440 to 1480 cm-1.
In order to illustrate the remaining error between mea-
sured and weighted sum of the pure reference spectra a
closeup of the spectrum is depicted in Figure 8. In the
upper graph a) the measured transmission of the gas mix-
ture (blue) is plotted together with the scaled transmis-
sion form the pure spectra (red). The graph b) below
shows that the residual of both spectra is predominantly
≤ 5 × 10-3.
These findings demonstrate the high accuracy that
can be obtained for our spectra. Due to the high res-
olution of the measurements a simple weighted summa-
tion of the reference spectra already yields results with
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Figure 8. a): Measured transmission of calibrated gas mixture
and scaled transmission from pure gas reference spectra in
exemplary range of the analyzed 10 cm-1. b): Residual of
measured and weighted spectrum.
8Gas species in mixture Methane Ethane Propane Butane Iso-Butane Pentane Iso-Pentane
Gravimetric mole fraction
[mol/mol-%]
4.1± 0.1 4.2± 0.1 63.7± 0.2 10.1± 0.1 9.8± 0.1 4.1± 0.1 4.0± 0.1
Wavenumber range
[cm-1]
Determined mole fraction [mol/mol-%]
1448 - 1479* 4.1 ± 0.1 3.9 ± 0.0 63.9 ± 0.1 10.2 ± 0.1 9.8 ± 0.0 4.0 ± 0.1 4.1 ± 0.1
R1: 1448 - 1450 3.7± 0.2 4.0± 0.1 63.6± 0.3 8.8± 1.2 7.6± 2.3 10.4± 3.5 1.8± 2.3
R2: 1462 - 1468 4.2± 0.3 3.8± 0.1 63.8± 0.1 9.6± 0.1 10.9± 0.2 3.5± 0.2 4.2± 0.2
R3: 1477 - 1479 2.0± 2.6 4.3± 0.1 64.0± 0.5 12.0± 1.3 9.5± 0.2 4.8± 1.9 3.4± 0.3
*evaluates simultaneously all three sections R1-R3, summed up to 10 cm-1 in total
Table I. Results of the transmission spectrum of a gravimetricly manufactured gas mixture (gravimetric mole fractions stated
on top). The respective mole fractions and their errors were determined for different wavelength ranges (R1-R3) by a weighted
sum of the measured pure reference spectra of the gas components (cf. Eq. 5). An error < 0.1 is indicated as ± 0.0. A penalty
term in the evaluation guaranteed a value of 100 % for the sum of all mole fractions.
minor deviations. But as we indicated in the section
before a broadening of the lighter hydrocarbons has to
be expected which should lead to faulty results for their
concentration values. This broadening was ignored in
the evaluation, yet. The reason for no evident devia-
tion, especially for methane, was the penalty term that
forced the sum of all concentrations to be 100 %. Such a
boundary condition might be reasonable for a calibrated
mixture where contamination with other gases can be ex-
cluded but if unknown mixtures are evaluated a penalty
term can cause systematic errors in the evaluation. In
addition, one obtains a distortion of the determined con-
centrations as for example methane contributes with the
smallest number of lines to the entire spectrum and there-
fore induces the least error when its concentration slightly
deviates. In order to verify of these arguments, we eval-
uated the spectra again without a penalty term. The
respective results are given in Table II.
The sum of all concentrations equals to 98.5 %. Over-
all, the deviations for C2 − C5 are in the same range as
before or slightly increased as for propane. The most
obvious deviation can be ascertained for methane with
a value of 0.5 % below the calibrated mole fraction.
This result should be expected as a broadening of the
methane lines in the mixtures occurs and consequently a
smaller peak absorbance has to lead to a smaller concen-
tration value when the self-broadened reference spectrum
is taken for the evaluation. With the intention to keep
the simple evaluation method, it is advantageous to intro-
duce a simplified adaption method to take the methane
broadening into account and thus improve the determi-
nation of the methane mole fraction in the mixture.
We estimate a mole fraction weighted broadened mean
half-linewidth υmean from the values of Fig. 5 by sum-
mation of the respective broadening coefficients γi mul-
tiplied with the mole fraction χi of each gas species and
the gas pressure p:
υmean = p
∑
i
χiγi (6)
Division of this value with the pressure p of the mixture
yields a mole fraction weighted mean broadening coeffi-
cient γmean for the methane lines in the mixture:
γmean =
υmean
p
⇒ γmean
γC1
∼= 1.41 (7)
By taking the ratio of this value to the self-broadening
coefficient of methane γC1we determined that a broad-
ening of 141 % of the self-broadened lines should be ex-
pected. The methane line positions and line parame-
ters are tabulated in HITRAN and since we could re-
veal a good accordance between our measurements and
a simulated HITRAN spectrum (cf. Fig. 3), we repeated
the evaluation of the gas mixture transmission with a
simulated methane reference spectrum whose linewidths
were broadened to 141 % of the self-broadened values.
Thereby, the determination of the gas concentrations of
the mixture stays unchanged but for methane. With the
synthetic broadened spectrum a methane mole fraction
of 4 % was determined which is within the range of the
calibrated mole fraction value (4.1 ± 0.1 %). A weaker
broadening of the simulated spectrum yields smaller val-
ues and stronger broadening leads to higher results for
the methane concentration.
As next evaluation step the broadening of the ethane
should be considered. In contrast to the methane adap-
tion it can be expected that a correction of the ethane
spectra will affect all concentration values as its absorp-
tion lines are spread over the whole range that we mea-
sure. But our measurements reveal an ethane broaden-
ing in binary mixtures and consequently the evaluation
procedure has to consider broadening of the ethane lines
when higher accuracies should be achieved. The spec-
trum analysis should also be extended regarding the de-
9Gas species in mixture Methane Ethane Propane Butane Iso-Butane Pentane Iso-Pentane
Gravimetric mole fraction
[mol/mol-%]
4.1± 0.1 4.2± 0.1 63.7± 0.2 10.1± 0.1 9.8± 0.1 4.1± 0.1 4.0± 0.1
Measurement evaluation
method
Determined mole fraction [mol/mol-%]
Methane reference spectrum
measured
3.6 ± 0.2 3.9± 0.0 63.3± 0.1 10.1± 0.1 9.5± 0.0 3.9± 0.1 4.2± 0.1
Methane reference spectrum
simulated with line broadening
4.0 ± 0.2 3.9± 0.0 63.3± 0.1 10.1± 0.1 9.5± 0.0 3.9± 0.1 4.2± 0.1
Table II. Results for the gas mixture without a penalty term in the evaluation. The results for a weighted sum with an
self-broadened reference spectrum of methane and with a simulated methane spectrum, that considers the line broadening by
the concentration of perturber gases in the mixture, are stated. The methane mole fractions (bold) emphasize that smaller
deviations can be achieved when the line broadening is considered.
termination of the broadening coefficient in the gas mix-
ture. Although, for the evaluation here the broadening
of the methane lines was fixed, in future measurements
of mixtures with unknown mole fractions the broadening
coefficient could be a fitting parameter. The investiga-
tion of such a method is prospect of future research and
requires measurements of further gas mixtures with vary-
ing mixing ratios.
However, to our knowledge no laser-based measure-
ment of a seven components alkane gas mixture has been
reported with a comparable accuracy, yet. The chosen
concentrations for the calibrated mixture were based on
concentration values that occur in propane producing
process streams in refineries. We expect that the mea-
surement procedure guarantees to determine the concen-
trations of all components for a dynamic range from per-
mille to 100 % in mixtures with the here demonstrated
accuracies. The detection limit of the pure component
can be estimated from the noise level of the Allan-Werle
plot and the maximum absorbance within the consid-
ered wavenumber range. However, for the weighted sum
approach in mixtures the individual uncertainties of the
reference spectra add together which especially hampers
low concentration determination of spectra with smooth
spectral shape as for the pentanes. For trace gas appli-
cations either another laser source with lower noise level
or a long path cell would be required.
Conclusion
The quantitative determination of a 7 component
alkane gas mixture with absolute deviations below
0.5 vol% with a lab based setup and direct absorp-
tion spectroscopy with a broadly tunable EC-QCL was
demonstrated. In the course of this research we could
obtain pure gas spectra with a spectral resolution of
0.001 cm-1 and an accuracy of ±0.001 cm-1 in the
wavenumber range from 1440 − 1480 cm-1. We want
to emphasize that especially for the alkanes C3 − C5 no
comparable resolution has been documented in this wave-
length range, yet. Due to the low pressure of 50 mbar
in our measurements we can take advantage of this reso-
lution for the quantitative analysis in mixtures as much
more structure of the spectra can be resolved. This spec-
tral quality allowed us to compare a methane multiplet
with a Voigt-profile simulated spectrum taking the line
parameters from the HITRAN database. In addition we
could demonstrate long time stability of the measure-
ments with an Allan-Werle deviation plot revealing a
minimum detectable absorption in the range of 10-4 for
long time averaging. We studied the broadening of se-
lected methane lines in mixtures with nitrogen and the
other 6 hydrocarbons. With a simplified model collisional
broadening effects have been investigated. To our knowl-
edge no comparable studies of methane broadening with
other alkanes as perturbing species has been reported in
this wavelength range. Despite the rough estimation of
these broadening coefficients we could demonstrate that
by simulating a broadened methane spectrum with the
determined values reduces the deviation for quantitative
measurements of methane in a complex mixture of all
7 alkanes. The extension of this method for the broad-
ening of ethane is prospect of future research. Thereby,
we expect to even further decrease the deviations for the
quantitative measurement of these gas mixtures. The
current results indicate that a broadening of the C3-C5
hydrocarbons spectra is less pronounced and thus has
fewer influence on the evaluation of gas mixture spectra.
Further improvements are conceivable by reducing the
noise level of the measurements or simply scanning over a
larger wavenumber range, as we could demonstrate that
more spectral information consequently lead to higher
accuracies for the quantitative determination of the gas
mole fractions. The main drawback of this method with
the used setup is the long measurement times that involve
10
several hours to cover the considered spectral regions.
Thus, our results demonstrate the general feasibility
of high accuracy quantitative measurements of complex
gas mixtures based on direct absorption spectroscopy.
For the realization of a demonstrator that could measure
the same spectra within seconds other broadly tunable
laser sources are required. Recent publications demon-
strated the successful test of quantum cascade laser ar-
rays [44, 45] in spectroscopic measurements. These re-
sults revealed the capability of sensing several gases but
at other wavelengths than we targeted for our measure-
ments. The sensing of the here studied gases with a QCL
array would allow faster measurements and thus possi-
bly even higher accuracies. Also wavelength modulation
spectroscopy techniques [46, 47] could be used to improve
the capability of the measurements for the detection of
trace gas concentrations. This would significantly pro-
mote the development of new fast, robust and accurate
multi-component gas analyzers as they are required in
several industries.
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